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Columns 1-2 should be completed by the contracting authority
Columns 3-4 should be completed by the tenderer
Column 5 is reserved for the evaluation committee 
Annex III - the contractor's technical offer
The tenderers are requested to complete the template on the next pages: 
· Column 2 is completed by the contracting authority shows the required specifications (not to be modified by the tenderer), 
· Column 3 is to be filled in by the tenderer and must detail what is offered (for example the words ‘compliant’ or ‘yes’ are not sufficient)  
· Column 4 allows the tenderer to make comments on its proposed supply and to make eventual references to the documentation
The eventual documentation supplied should clearly indicate (highlight, mark) the models offered and the options included, if any, so that the evaluators can see the exact configuration. Offers that do not permit to precisely identify the models and the specifications may be rejected by the evaluation committee.
The offer must be clear enough to allow the evaluators to make an easy comparison between the requested specifications and the offered specifications.

LOT 4 – Sterilization Equipment

	1.
Item number
	2.
Specifications required
	3.
Specifications offered
	4. 
Notes, remarks, 
ref to documentation
	5.
Evaluation committee’s notes 

	
	Sealer
	
	
	

	1.
	Sealer for plastic and plastic / paper and tyvek bags. It has automatic mode, flex sealing system and cooling. Energy savings due to a permanent heating system and automatic stand-by function. Bonding temperature 0-220 °, bonding speed 10m / min. Maximum gluing width 12mm. Distance from the sealed edge 0-35mm. It must comply with EN ISO 111607-2. It has a device for cutting rolls made of AISI 304 stainless steel – 1 piece
	
	
	



	AFTER-SALES SERVICES FOR LOT 4

	Commercial warranty (all items)
	5 years (after the end of 1-year standard warranty) in accordance with the conditions laid down in Article 32 of the General Conditions and Article 32 of the Special Conditions.
Tenderer must provide a detailed description of the organisation of the proposed service (e.g. name of the authorised service provider).
	
	
	

	Response time (all items)
	On-site response time within next 48 hours during 1+5 years of warranty period (phone and/or email).
Tenderer must provide a detailed description of the organisation of the proposed service (e.g. name of the authorised service provider)
	
	
	

	Repair time (all items)
	Within 10 working days from the notification about the malfunctioning equipment. If during this period, the malfunctioning equipment is not repaired, the corresponding functional item should be provided until malfunctioning equipment is repaired. If replacement of parts is needed, and the equipment must be transported, the deadline can be prolonged to 45 days.
Tenderer must provide a detailed description of the organisation of the proposed service (e.g. name of the authorised service provider).
	
	
	

	Maintenance (all items)


	Authorised service provided in Montenegro, at the hospital as recommended by the manufacturer (regular annual maintenance) during warranty period.. Tenderer must provide a detailed description of the organisation of the proposed service (e.g. name of the authorised service provider).
	
	
	

	Training
	Training for the medical and technical staff - 3 times in duration of at least 3 hours. 
Manuals for the use of the equipment should also be provided (English and translation).
	
	
	

	Availability of spare parts and consumables (all items)
	Availability of spare parts and consumables during the warranty period. 
Tenderer must provide a detailed description of the organisation of the proposed service (e.g. name of the authorised service provider)
	
	
	



